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Summary
The Biological Standards Commission of the World Organisation for Animal
Health (OIE) oversees the preparation and validation of OIE-approved
International Reference Standards for use in serological assays for detecting
infectious diseases of animals or the adequacy of their immune response
following vaccination against those diseases. The principal use of OIE-approved
International Reference Standards is to harmonise serological testing and to
promote the mutual recognition of test results for international trade. In the OIE
Manual of Diagnostic Tests and Vaccines for Terrestrial Animals, the organisation
recommends the use of the OIE anti-rabies positive reference serum of dog origin
to titrate serum samples in international units (IU)/ml for use in rabies serological
tests. The first batch of OIE reference serum of dog origin was produced in
1991 and was used internationally until the beginning of 2010. The preparation of the
new batch began in 2012 and, in contrast to the previous batch, three commercial
inactivated rabies vaccines based on the most frequently used vaccine strains
(Pasteur Virus and Flury Low Egg Passage) were selected for the immunisation
of dogs in accordance with OIE guidelines. In 2013, calibration was completed
through an inter-laboratory test involving five OIE Reference Laboratories
for Rabies with the Second World Health Organization (WHO) International
Standard for Anti-Rabies Immunoglobulin being used as a reference standard in
this calibration. After statistical analysis of the results, the consensus titre was
established as 5.59 IU/ml. The technical and statistical data were submitted to the
OIE for assessment. In February 2014, the OIE Biological Standards Commission
adopted this serum as an OIE-approved standard reagent for rabies serology.
Keywords
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Introduction
In order to harmonise serological testing and to promote
the mutual recognition of test results for international
trade, the World Organisation for Animal Health (OIE)
Biological Standards Commission manages a programme to
prepare and validate OIE-approved International Reference
Standards for antibody assays for infectious diseases of
animals. Usually, such standard preparations are developed
by an OIE Reference Laboratory in accordance with OIE
guidelines and are subsequently designated by the OIE as
primary reference standards for use in conjunction with
tests described in the OIE Manual of Diagnostic Tests and
Vaccines for Terrestrial Animals (mammals, birds and bees)
(OIE Terrestrial Manual) (1).
Comprehensive rabies control programmes in both dogs
and wildlife have helped to eliminate canine- and wildlifemediated rabies in a number of countries around the
world. However, there is a constant threat of reintroduction
through the importation of animals incubating the
disease, especially from rabies-endemic countries,
considering the increasing trend in the non-commercial
movement of animals around the world (2). Therefore,
to avoid the spread of rabies and the reintroduction
of the disease into rabies-free areas via companion
animals (dogs, cats and ferrets), regulations and
schemes for the movement of such animals have
been in place for many years. Depending on the
requirements,
these
schemes
allow
companion
animals to enter countries via a process involving pet
passports, microchipping for identification, vaccination
against rabies and serological testing for rabies-specific
antibodies. With regard to the latter, virus neutralisation
assays in cell cultures are prescribed tests for checking
vaccination response prior to international non-commercial
movement or trade of animals, including pets. The OIE
reference methods for serology include the fluorescent
antibody virus neutralisation (FAVN) test (3) and the rapid
fluorescent focus inhibition test (RFFIT) (4), with resulting
virus-neutralising antibody (VNA) titres expressed in
international units (IU) relative to an international standard
antiserum. Therefore, both tests require an international
positive reference control (PC) to validate test runs and to
obtain harmonised titres between laboratories worldwide.
In contrast to rabies serology in human medicine, where
a concentrated, purified anti-rabies immunoglobulin
(Second World Health Organization [WHO] International
Standard for Anti-Rabies Immunoglobulin, National
Institute for Biological Standards and Control, Potters Bar,
United Kingdom [UK]) is used as the PC, the OIE Terrestrial
Manual (1) recommends the use of an OIE reference serum
of dog origin as a PC, to mimic:
– adequate vaccination with demonstrable seroconversion,
and
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– the biological characteristics of serum in serological
assays.
Since 1991, the production and determination of the
VNA titre of the OIE anti-rabies positive reference
serum of dog origin have been undertaken by the
OIE/Agency for Food, Environmental and Occupational
Health and Safety (ANSES) Reference Laboratory for
Rabies (Malzéville, France). The first batch of OIE
reference serum of dog origin was produced in 1991,
on the request of the OIE, with the objective of using
inactivated ‘representative’ street rabies virus (RABV)
strains to provide a dog anti-rabies whole serum that
could be used worldwide for assessing the immunity of
vaccinated dogs and validating newly developed
serological tests. For this first batch, three ‘street’ RABV
strains representative of the antigenic variability of the
virus were selected, adapted and produced on cells, then
concentrated and inactivated: one dog strain from Thailand,
one dog strain from Morocco and one red fox strain from
France. Three groups of five dogs were immunised with
these inactivated virus strains to induce rabies virusneutralising antibodies. After sampling and freezedrying, the titre of this serum (6.7 IU/ml) was established
through an inter-laboratory test involving OIE Reference
Laboratories. The Second WHO International Standard for
Anti-Rabies Immunoglobulin (5) was used as the reference
standard for its titre determination. This batch consisted of
1,200 vials containing 0.5 ml of freeze-dried serum and
was used until the beginning of 2010, when stocks were
depleted. In 2009, a new batch of standard serum of dog
origin for rabies serology was prepared as a replacement. The
protocol was identical to that used for the production of the
first batch. Unfortunately, the titre of the freeze-dried serum
was found to be decreasing over time, even when stored
at –20°C. This decrease was confirmed at the beginning of
2011 during the inter-laboratory calibration test. For this
reason, the batch was discontinued.
Therefore, there was an urgent need to produce a new batch
of the OIE anti-rabies positive reference serum of dog origin
to meet international demand. Indeed, the use of the first
batch has shown that more than 99% of vials have been
used by more than 53 international laboratories as positive
controls in sero-neutralisation tests to assess the level of rabies
antibodies in vaccinated animals. The second reference serum
batch was produced by immunising dogs with commercial
vaccines using three inactivated monovalent anti-rabies
veterinary vaccines based on Pasteur Virus (PV) and Flury
Low Egg Passage (Flury LEP), the most frequently used
vaccine strains. Details of the production and calibration of
the second batch of OIE reference canine serum for rabies
are reported here.
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Materials and methods
Ethical aspects

immunisation protocol consisted of three intramuscular
injections of one dose of 1 ml of vaccine at day zero, week
three and week five. The kinetics of the VNA response was
followed in blood samples collected at week three, week
four and week six.

The experiments were conducted in 2012. The dogs were
housed in the facilities of the OIE Reference Laboratory,
Nancy Laboratory for Rabies and Wildlife (Malzéville,
France), approved with # C-54-431-1, and the CRBM
(BioMedical Research Center) of the National Veterinary
School of Maisons-Alfort (France), approved with
# F 94-046-2. The experiment was conducted according
to the European Union Directive 2010/63/EU on animal
experimentation (6). Each vaccine was administered to a single
group of five dogs that were housed together to guarantee
social contacts between animals. The animals were given food
and water ad libitum. Animal welfare was ensured by providing
all animals with regular human contact and games and by
allowing them to rest on dedicated platforms. Animals were
monitored regularly (at least twice a day) and any unusual
event or incident potentially affecting the health of the
animals was immediately recorded, reported and addressed
by a veterinarian. In order to comply with the ‘reduction’
objective of the 3Rs, ten of the 15 dogs were ‘reused’ animals.
The protocol for dog immunisation was approved by subject
matter experts from the OIE Reference Laboratories for Rabies
as well as the OIE Biological Standards Commission.

Two weeks after the second booster (i.e. seven weeks
after the first immunisation), the dogs were anaesthetised
using induction with ketamine–medetomidine followed by
inhalational anaesthesia (isoflurane), using a vaporiser to
accurately control the delivery of the correct concentration
of anaesthetic. A respirator was included in the circuit
to maintain a longer oxygen supply, providing a larger
harvest of blood, which addresses both the reduction and
refinement aspects of the ‘3Rs’ (7). Each dog was placed on
a heated surgery table and a catheter was surgically installed
in the carotid artery (arteria carotis) to collect blood in
50-ml sterile dry tubes. While under general anaesthesia, the
dogs were killed via terminal blood collection, complying
with the European Union Directive 2010/63/EU on the
‘protection of animals used for scientific purposes’ (6).
The death of each dog was confirmed by assessment of
the loss of cardiac function. The blood tubes were stored
at room temperature to allow clotting and clot retraction
before centrifugation the following day.

Selection of vaccines

Samples

Three inactivated monovalent cell-culture anti-rabies
vaccines were selected. These vaccines represent the
principal vaccine strains used in anti-rabies inactivated
veterinary vaccines: Nobivac Rage (Intervet, PV strain),
Rabisin (Mérial, derived PV strain) and Enduracell rage
mono (Pfizer, Flury LEP strain). These vaccines contain
at least one antigenic unit per dose, according to the
recommendations from WHO.

After the blood had clotted, the tubes were centrifuged
at 2,000 × g for 30 min at 4°C. Serum was harvested in
a biosafety cabinet in two steps. The different harvests
corresponding to a single dog were pooled and filtered
through 0.45 µm and 0.22 µm Durapore membranes.
Several sterility controls were performed on the filtered
products in the OIE/ANSES Reference Laboratory for Rabies
to verify the absence of bacteria, fungi and mycoplasmas
(see below). Once the rabies VNA titre of each harvest
had been established by using five replicates, the selected
harvests were mixed so that the final reference serum
contained the same number of IUs from each vaccine (i.e.
from each of the three selected vaccinal strains). The serum
batch was then heat-inactivated (56°C, 30 min) and frozen
at –20°C. Before freezing, an aliquot was also prepared
for further serological titrations and sterility tests. Several
titrations were performed by the FAVN test to ensure that
no cytotoxicity occurred on cells and to check whether the
VNA titre was still satisfactory (i.e. high enough: around
10 IU/vial). The frozen batch was then sent to a specialised
service provider (Lyophal, France) for freeze-drying in
650 µl aliquots in 2 ml vials.

Dogs
Fifteen adult beagle dogs, of both sexes, were immunised.
Five adult dogs, 1 to 2 years old, were reused after a mild
or moderate severity procedure and five others, 5.5 to
10 years old, were no longer suitable for reproduction by
the authorised breeder. The five others were bought from
the same authorised breeder for animal experimentation;
they were 6 to 8 months old when immunisation began.
The dogs were dewormed and vaccinated against canine
diseases, including rabies, before arrival at the facility.

Immunisation protocol
The 15 adult dogs were divided into three groups of five
animals, each corresponding to a unique vaccine. Each
dog in a particular group was immunised with the same
batch of vaccine. For all vaccinated animals, the unique

Serum collection

Sero-neutralisation test
Rabies-neutralising antibodies were determined with the
FAVN test as described previously (1, 8).
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Sterility controls

Inter-laboratory study

Several sterility controls were performed on the final
product at the OIE/ANSES Reference Laboratory for Rabies
to ensure the absence of bacteria, fungi and mycoplasmas.
Columbia agar (CA) plates containing 5% sheep blood
were used to check for the presence of bacteria. After
inoculation by streaking, the agar plates were incubated for
between 48 and 72 h at 37 ± 2°C. Sabouraud Gentamicin
Chloramphenicol (SGC) agar plates were used to check
for the presence of fungi. After inoculation by streaking,
the agar plates were incubated for between 48 and 72 h at
32.5 ± 2.5°C. After incubation, both the CA and SGC plates
were checked for the presence of colonies.

The neutralising-antibody titre of this new batch was
determined through an inter-laboratory comparison test
involving different OIE Reference Laboratories.

For detection of Mycoplasma spp., a commercial kit
(MycoAlert™ Mycoplasma Detection Kit, Lonza) was
used. In brief, test samples were mixed with a lysis buffer.
If Mycoplasma spp. were present, released enzymes would
react with the supplied specific substrate and catalyse the
conversion of adenosine diphosphate (ADP) to adenosine
triphosphate (ATP). The latter reaction was then converted
into a light signal via the luciferase enzyme. By measuring
the ATP levels in a sample both before and after the addition
of the luciferase enzyme, a ratio indicating the presence or
absence of mycoplasmas was obtained.

Predetermination of the titre of the proposed
reference serum
The Second WHO International Standard for Anti-Rabies
Immunoglobulin of human origin, with a titre of 30 IU/ml
(5), provided by the National Institute for Biological
Standards and Control (Hertfordshire, UK; code: RAI),
was used as a defined reference standard to calibrate the
VNA titre of the new batch of OIE reference serum of dog
origin, as previously done for the first batch. The use of the
same reference standard (WHO), as far as possible, for the
calibration of the different batches of OIE reference canine
rabies antiserum allows for the avoidance of bias in the titre
calibration of the newly produced batches.
In order to prepare for the inter-laboratory comparison
test among OIE Reference Laboratories, repeated FAVN
test runs performed by multiple operators were conducted
at the OIE/ANSES Reference Laboratory for Rabies to
determine the approximate VNA titre of the reconstituted
freeze-dried serum. After 45 iterations, the mean VNA titre
of reconstituted serum samples was equal to 18.58 IU/ml,
which was considered too high. Therefore, to guarantee
a more accurate calibration against the Second WHO
International Standard, reconstitution of the proposed OIE
reference serum was conducted with double the volume of
distilled water (1,300 µl). By decreasing the VNA titre, large
dilutions were not required to be made by the laboratories
to achieve the target titre of 0.5 IU/ml in individual test runs.

Participants
The following five OIE Reference Laboratories took part in
this study:
– ANSES Nancy Laboratory for Rabies and Wildlife, France
– Friedrich-Loeffler-Institut, Germany
– Animal and Plant Health Agency, UK
– Centers for Disease Control and Prevention, United
States of America
– Onderstepoort Veterinary Institute, South Africa.
Each laboratory was randomly assigned a number
independent of the order listed above (L1 to L5).

Instructions to participants
The participating laboratories were invited to test a panel of
coded sera in three independent runs using one of the two
sero-neutralisation methods prescribed by the OIE (i.e. the
FAVN test [3, 8] and the original RFFIT [4]).

Design of the panel
The panel consisted of 12 coded samples, including serum
from a naïve dog as the negative control (NC). The specificity
was assessed by checking that the laboratories titrated this
sample as negative (i.e. with titres close to 0 IU/ml).
Three samples were replicates of the new batch of the
proposed OIE anti-rabies positive reference serum of dog
origin reconstituted in 1,300 µl of distilled water, for
determination of the VNA titre. The remaining eight samples
corresponded to different dilutions of the Second WHO
International Standard for Anti-Rabies Immunoglobulin,
containing 30 IU/ml, to obtain an appropriate and reliable
calibration range. The latter allowed for the establishment
of a correlation curve between VNA titres and the logD50
(logarithm of the dilution showing 50% inhibition of the
positive wells [for FAVN], or positive fields [for RFFIT]) for
VNA titres ranging between 0.5 and 10 IU/ml.
For each laboratory, a log–log linear regression analysis
was undertaken to obtain the WHO standard curve
corresponding to each run. The mean of the three logD50
values obtained for the new batch of positive reference
serum was calculated for each run. From the linear equation
(logy = blogx + a) of the curve obtained with the WHO
standard, the IU/ml value of the positive reference serum
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Stability study
After determination of the consensus VNA titre, a stability
study was conducted for a period of 26 weeks (between
January and July 2014) at the OIE/ANSES Reference
Laboratory for Rabies. Three conditions were tested:
storage of the reconstituted serum at +4°C, storage
of the reconstituted serum diluted to 0.5 IU/ml at
+4°C and storage of the reconstituted serum diluted to
0.5 IU/ml at –20°C.
To test the first condition, several vials were reconstituted
as described above, pooled and then 500 µl aliquots
were distributed in sterile vials and subsequently stored
at +4°C. To test the stability of the OIE reference serum
at a pre-dilution of 0.5 IU/ml, several freeze-dried vials
were reconstituted, pre-diluted using sterile phosphatebuffered saline (PBS) and subsequently pooled to ensure
homogeneity. Aliquots of 500 µl were distributed in sterile
vials and stored either at +4°C or at –20°C. Once a week,
the three different samples were titrated in a single test,
using the FAVN test.

Statistical methods
The results obtained by individual laboratories were
analysed using statistical tools and a consensus VNA titre
of the new batch of the OIE positive reference serum of dog
origin was defined.
Two statistical tests previously described (9) were used. The
first (‘overall test for coincidental regressions’) was used to
assess whether k population regressions were coincident in
general. The second (‘comparing more than two slopes’) was
complementary to the first statistical test. Applied to test
for differences among three regression functions, this test
allows for the differences between slopes and y intercepts to
be distinguished independently. These two statistical tests
use the Fisher distribution (α = 0.05). The Kruskal Wallis
test was used to compare the different values of the positive
reference serum (α = 0.05).

– the slope should not be statistically different from
1.0; if so, the run was excluded from the calculation of
the titre.

Results
Inter-laboratory study
Specificity
For the NC serum, a mean VNA titre of 0.07 IU/ml
(n = 9, standard deviation [SD] = 0.03) was determined
from the individual VNA titres. The titres obtained
by participating laboratories ranged between 0 and
0.10 IU/ml. The specificity was therefore considered
satisfactory for all laboratories.

Determination of the titre of the proposed anti-rabies
positive reference serum of dog origin per run for each
laboratory
The mean VNA titres of the three replicates of the proposed
OIE anti-rabies positive reference serum obtained by each
participating laboratory in three independent runs are
shown in Figure 1. For laboratories L2 and L3, the coefficient
of determination obtained for run 1 was too low (R² = 0.77)
and the VNA titres of the three replicates obtained in the
first run were outside the WHO standard curve. Therefore,
these runs were not included in the determination of the
final VNA titre of the proposed OIE anti-rabies positive
reference serum.

17
15
13
Titre in IU/ml

under test was calculated according to its mean logD50 value
for each run.

11
9

+ 2 sd

7

Consensus
titre

For the linear regression analysis obtained for the WHO
standard curve, the statistical analysis consisted of a
Student’s test performed with a 95% confidence limit. Two
points were considered to validate each run independently:
the regression with the coefficient of determination R² and
the slope (b). The acceptance criteria were the following for
each run:

IU: international unit
sd: standard deviation

– the coefficient of determination (R²) should be equal to or
above 0.8; if not, the run was excluded from the calculation
of the titre

Fig. 1
Mean IU/ml values of the evaluated positive dog reference serum
for each run and for each laboratory

5
– 2 sd

3
1

L1
Run 1

L2
Run 2

L3
Run 3

L4

L5

Mean per lab
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Determination of the titre of the proposed anti-rabies
positive reference serum of dog origin per laboratory

Table I
Titres of the evaluated positive dog reference serum obtained per
run for each participating laboratory

If no statistical differences were observed between the
WHO standard curves obtained by each participating
laboratory, the mean of the (IU/ml) values obtained for the
positive serum under test was calculated per laboratory.
While for laboratories L1, L4 and L5 there was no statistical
difference between the three WHO standard curves,
laboratories L2 and L3 deviated from one of their own
WHO standard curves. Therefore, for these two laboratories,
the mean values (IU/ml) were calculated from the two
validated runs.

Titres (IU/ml)
L1

L2

L3

L4

L5

Run 1

3.82

/

/

6.47

6.19

Run 2

4.42

4.22

6.26

7.48

4.44

Run 3

4.41

5.41

6.36

6.36

6.83

Mean titre

4.22

4.82

6.31

6.77

5.82

IU: international unit
L1-5: Laboratories 1 to 5 (numbers randomly assigned)

Stability study

Determination of the titre of the proposed anti-rabies
positive reference serum of dog origin
The VNA titres (in IU/ml) of the proposed OIE anti-rabies
positive reference serum obtained per run and the resulting
mean VNA titre for each participating laboratory are shown
in Table I. A Kruskal Wallis test on the ranks, performed on
the 13 values (Table I), considered these values to not be
significantly different. Therefore, the consensus VNA titre
of the second batch of the proposed OIE anti-rabies positive
reference serum was established to be 5.59 IU/ml.

The control card obtained in the stability study
of the reconstituted OIE anti-rabies positive reference
serum stored at +4°C, the diluted 0.5 IU/ml serum
stored at +4°C and the diluted 0.5 IU/ml serum stored at
–20°C for a 26-week period is presented in Figure 2. After
26 weeks at +4°C, the reconstituted OIE reference serum
remained fairly stable with a mean VNA titre (logD50)
of 2.47 (n = 26; SD = 0.22) and a logD50 median value of
2.51. All values remained inside the limits of the control
card (i.e. the mean ± 2SD).

3.00

Titre in logD50

2.50

2.00

1.50

1.00

0.50

0.00

0

Reconstituted serum /+4°C

5

10

Diluted 0.5 IU/ml serum /+4°C

15
Number of weeks
Diluted 0.5 IU/ml serum /–20°C

20

25

------ Mean +/ –2 standard deviation

30
Mean logD50

IU: international unit

Fig. 2
Control card for the stability study of the reconstituted serum stored at +4°C, the diluted 0.5 IU/ml serum stored at +4°C and the diluted
0.5 IU/ml serum stored at –20°C for 26 weeks
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The stability of the OIE reference serum diluted to
0.5 IU/ml and stored at +4°C for 26 weeks was also assessed.
The mean VNA titre (in logD50) and the logD50 median
value were 1.35 (n = 26; SD = 0.16) and 1.31, respectively.
All values obtained, except one at week 24, were included
between the upper and lower limits of the control card. At
week 24, the logD50 value was 0.96.
The mean VNA titre (in logD50) of the OIE reference serum
diluted to 0.5 IU/ml and stored at –20°C for 26 weeks and
the logD50 median value were 1.36 (n = 26; SD = 0.17) and
1.31, respectively. All values remained inside the limits of
the control card.

Sterility control
No bacteria, fungi or mycoplasmas were detected in the
different samples tested.

Discussion
International reference antibody standards are necessary to
ensure that a given serological assay measures the antibody
activity with a specified level of sensitivity. According to
the OIE, positive reference standards should be prepared
from animals that exhibit a typical humoral (i.e. antibody)
response to the antigen (10). As mentioned in the OIE
Guide 3 for ‘International Reference Antibody Standards for
Antibody Assays’, the immune response may be obtained by
immunisation with vaccines. In this way, three commonly
used cell-culture, inactivated monovalent anti-rabies
veterinary vaccines were used to immunise the dogs in this
study. The decision to use three commercial inactivated
vaccines instead of field-inactivated strains appeared logical
following the analysis of the use of the first batch of OIE
reference serum: the new batch should be mainly used as a
reference in the serological testing of parenterally vaccinated
domestic carnivores. It is also accepted by the OIE that the
standard may be derived from a single animal or from a
pool of samples from different animals. Three groups of
five adult dogs were immunised, one group per vaccine, to
collect a sufficient volume of serum of adequately high titre.
The OIE/ANSES Reference Laboratory for Rabies used the
same reference standard (WHO, calibrated at 30 IU per
ampoule) for establishing the titre of the different batches
of OIE reference serum, avoiding the creation of a bias in
determining the titre of the new batch.
The calibration of this new batch was undertaken through
an inter-laboratory test involving five OIE Reference
Laboratories for rabies. Four laboratories (L1, L3, L4
and L5) used the FAVN test to titrate the panel of coded
samples, and one (L2) used the RFFIT on Labtek chamber
slides. Both techniques are prescribed by the OIE (1) and

recommended by WHO (11) to titrate rabies antibodies in
serum samples and they gave similar results, as previously
demonstrated (3, 12). The inclusion of a serum sample
from a naïve dog allowed analysis of the specificity obtained
by each participating laboratory and validation of their
results for the statistical analyses. All laboratories obtained
satisfactory results for this criterion as they confirmed
this sample to be negative, with a titre close to 0 IU/ml.
The titre of the positive reference serum of dog origin per
run for each laboratory was also determined. Among the
15 runs performed, only two runs were not taken into
account when calculating the mean of three logD50 values
obtained per laboratory. The value obtained by laboratory
L2 for the first run was deleted because the coefficient of
determination of the WHO standard curve was considered
too low to be reliable (below 0.80) when compared with
the others. The value obtained by laboratory L3 for the first
run was also not considered for the calculation because the
mean value of the future OIE anti-rabies positive reference
serum was too high and therefore outside the limit of the
WHO standard curve. Finally, the titre of the anti-rabies
positive reference serum of dog origin was calculated from
the 13 reliable values obtained by the five OIE Reference
Laboratories, which gave a consensus titre of 5.59 IU/ml.
All the technical and statistical data on the evaluation of
the new batch were submitted to the OIE so that the OIE
Standards Commission was able to review the information
dossier before giving its consent. The stability study was
performed after storage of the new batch of OIE anti-rabies
positive reference serum for a period of 26 weeks and
the data obtained demonstrated the good stability of the
product after reconstitution and dilution to 0.5 IU/ml, even
when stored at +4°C. Moreover, the lyophilised product was
shown to be free from bacteria, fungi and mycoplasmas.

Conclusions
In 2014, the OIE Biological Standards Commission adopted
the serum as an OIE-approved standard with a consensus
titre of 5.59 IU/ml. It was added to the list of International
Reference Standards available. This list is supplied to all OIE
Member Countries on request, and may also be accessed on
the OIE website (www.oie.int/en/our-scientific-expertise/
veterinary-products/reference-reagents/).
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Production et étalonnage du second lot de sérum de référence
positif de l’OIE pour la rage
M. Wasniewski, J. Barrat, A.R. Fooks, R. Franka, T. Müller, C. Sabeta
& F. Cliquet
Résumé
La Commission des normes biologiques de l’Organisation mondiale de la santé
animale (OIE) supervise la préparation et la validation de réactifs internationaux
de référence approuvés par l’OIE et destinés aux épreuves sérologiques ayant
pour objet le diagnostic des maladies infectieuses des animaux ou le suivi de
l’effet protecteur obtenu par la vaccination contre ces maladies. Les réactifs
internationaux de référence approuvés par l’OIE sont principalement utilisés
pour harmoniser les tests sérologiques et permettre la reconnaissance mutuelle
des résultats des tests dans le cadre des échanges internationaux. Le Manuel
des tests de diagnostic et des vaccins pour les animaux terrestres de l’OIE
recommande d’utiliser le sérum de référence antirabique positif d’origine canine
de l’OIE pour exprimer le titre des échantillons de sérum analysés en unités
internationales (UI)/ml lors des épreuves sérologiques. Le premier lot de sérum
de référence d’origine canine de l’OIE, produit en 1991, a été utilisé à l’échelle
internationale jusqu’au début de l’année 2010. La préparation d’un nouveau lot a
commencé en 2012 et, contrairement au lot précédent, trois vaccins antirabiques
inactivés disponibles dans le commerce, basés sur les souches vaccinales
les plus utilisées dans le monde (souche Pasteur et souche Flury Low Egg
Passage) ont été choisis pour l’immunisation des chiens, conformément aux
lignes directrices de l’OIE. L’étalonnage s’est achevé en 2013 lors d’un essai
inter-laboratoires auquel ont participé cinq Laboratoires de référence de l’OIE
pour la rage ; le second étalon international pour l’immunoglobuline antirabique
de l’Organisation mondiale de la santé (OMS) a été utilisé en tant que réactif de
référence pour cet étalonnage. Après analyse statistique des résultats, le titre
consensuel obtenu est de 5,59 UI/ml. Les données techniques et statistiques ont
été soumises à l’OIE pour évaluation. En février 2014, la Commission des normes
biologiques de l’OIE a adopté ce sérum en tant qu’étalon de référence approuvé
par l’OIE pour la sérologie de la rage.
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Resumen
La Comisión de Normas Biológicas de la Organización Mundial de Sanidad
Animal (OIE) supervisa la preparación y validación de patrones de referencia
internacional aprobados por la OIE para su utilización en ensayos serológicos
destinados a detectar enfermedades animales infecciosas o a valorar la
idoneidad de la respuesta inmunitaria de un animal al ser vacunado contra
una u otra enfermedad. Dichos patrones sirven sobre todo para armonizar la
realización de pruebas serológicas y promover el reconocimiento mutuo de los
resultados de las pruebas con fines de comercio internacional. En su Manual
de las Pruebas de Diagnóstico y de las Vacunas para los Animales Terrestres,
la OIE recomienda el empleo del suero positivo antirrábico de referencia de la
OIE, de origen canino, para titular muestras de suero en unidades internacionales
(UI)/ml y utilizarlas en pruebas serológicas de detección de la rabia. El primer
lote de suero de referencia de la OIE procedente de perros fue elaborado en
1991 y estuvo en uso a nivel internacional hasta principios de 2010. La preparación
del nuevo lote dio comienzo en 2012 y, a diferencia del lote anterior, para la
inmunización del perro se seleccionaron tres vacunas inactivadas comerciales
basadas en las cepas vacunales utilizadas con más frecuencia (virus Pasteur y
cepa Flury Low Egg Passage), de conformidad con las directrices de la OIE. En
2013 culminó el proceso de calibración con una prueba interlaboratorios en la
que intervinieron cinco Laboratorios de Referencia de la OIE para la rabia. En esta
calibración se utilizó como patrón de referencia el segundo patrón internacional
de inmunoglobulina antirrábica de la Organización Mundial de la Salud (OMS).
Tras el análisis estadístico de los resultados, el título de consenso quedó fijado
en 5,59 UI/ml. Los datos técnicos y estadísticos fueron sometidos a la valoración
de la OIE, cuya Comisión de Normas Biológicas, en febrero de 2014, aprobó este
suero como reactivo de referencia aprobado por la OIE para pruebas serológicas
de detección de la rabia.
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