Next-generation sequencing workflows in veterinary infection biology: towards validation and quality assurance

S. Van Borm (1)*, J. Wang (2), F. Granberg (3) & A. Colling (2)

(1) Operational Directorate of Viral Diseases, Veterinary and Agrochemical Research Center (CODA-CERVA), Groeselenberg 99, B1180 Ukkel, Belgium
(2) Australian Animal Health Laboratory, CSIRO, Private Bag 24, Geelong, VIC 3220, Australia
(3) Swedish University of Agricultural Sciences (SLU), Dept. Biomedical Sciences and Veterinary Public Health, Box 7028, 750 07 Uppsala, Sweden

*Corresponding author: steven.vanborm@coda-cerva.be

Summary
Recent advancements in DNA sequencing methodologies and sequence data analysis have revolutionised research in many areas of biology and medicine, including veterinary infection biology. New technology is poised to bridge the gap between the research and diagnostic laboratory. This paper defines the potential diagnostic value and purposes of next-generation sequencing (NGS) applications in veterinary infection biology and explores their compatibility with the existing validation principles and methods of the World Organisation for Animal Health. Critical parameters for validation and quality control (quality metrics) are suggested, with reference to established validation and quality assurance guidelines for NGS-based methods of diagnosing human heritable diseases. Although most currently described NGS applications in veterinary infection biology are not primary diagnostic tests that directly result in control measures, this critical reflection on the advantages and remaining challenges of NGS technology should stimulate discussion on its diagnostic value and on the potential to validate NGS methods and monitor their diagnostic performance.

Keywords
Molecular diagnostics – Next-generation sequencing – Quality assurance – Validation.

Introduction

Genetic characterisation of infectious agents plays a central role in the diagnosis, monitoring and control of infectious diseases. The World Organisation for Animal Health (OIE) requires sequence information as part of pathogen characterisation. Rapid DNA sequencing methods based on the selective incorporation of chain-terminating dideoxynucleotides, termed Sanger or first-generation sequencing (1), and DNA amplification using the polymerase chain reaction (PCR) (2, 3) are now routinely used in the characterisation of infectious agents and provide valuable information for decision-makers. More recently, technologies for next-generation sequencing (NGS), also referred to as high-throughput sequencing or second-generation sequencing, have been developed, mostly in response to the development of an increasing number of large-scale genome sequencing projects, which are very demanding in terms of both time and resources. As a result of the development of desktop NGS platforms (4) and their availability in numerous laboratories that provide sequencing services, these technologies are now accessible to smaller research and diagnostic laboratories. Moreover, in recent years, there have been significant improvements in read length and error rate, as well as a reduction in the input DNA requirement and in protocol complexity, for all major NGS platforms. Major advantages of NGS technologies include:

- the dramatic increase in the amount of sequence information generated from a single sample
- the low cost per information unit (nucleotide)
- the ability to perform unbiased sequencing (i.e. without prior knowledge of the DNA content in a sample) or targeted sequencing.
A number of NGS platforms are currently available, each having their own strengths and limitations (reviewed in [5, 6, 7]). Second-generation sequencing platforms typically require the preparation of a DNA library from the sample, followed by clonal amplification of individual DNA molecules in the library and massive parallel sequencing of clonal template DNA. They currently offer the most cost-effective solution to producing large sequence datasets from a sample. Third-generation sequencing technologies, also known as single-molecule sequencing, (reviewed in [7, 8]) do not require clonal amplification of DNA molecules. Although they have additional advantages, such as a long read length and lack of clonal amplification errors, third-generation sequencing platforms have a higher sequencing error rate and higher operational cost at present.

In human diagnostic science, a number of NGS applications are currently transitioning from a research environment into diagnostic settings, where they result in clinically actionable decisions. Recently, guidelines were published for validating the NGS methods used in the diagnosis of heritable disorders (9) and in clinical oncology (10). Applications to infectious disease in the clinical setting include monitoring resistance mutations in RNA virus therapy (reviewed in [11]) and molecular typing of bacteria (reviewed in [12]). However, the revolutionising impact of NGS on genomic science is not limited to human health diagnostics. Published applications within veterinary infection biology include pathogen detection and metagenomics, pathogen typing and characterisation, fine-scale molecular epidemiology, pathogenesis, and investigations of pathogen evolutionary responses to prophylaxis and treatment (reviewed in [13]). The increasing use of genomics in both human and veterinary medicine increases the availability of genomic information, allowing improvements in the diagnostic tools currently available in the clinic, e.g. by designing PCR assays for detecting microbial infectious agents, virulence factors and antibiotic-resistance determinants, and even developing optimised culture media for ‘uncultivable’ infectious agents (reviewed in [12]). For example, the detection of a novel orthobunyavirus in cattle in Germany (Schmallenberg virus) demonstrated the power of a metagenomic approach to discovering emerging pathogens, because specific and sensitive quantitative reverse-transcription PCRs (RT-qPCRs) could be developed quickly and used to analyse herd infections (14).

The purpose of the present paper is to investigate the potential for the validation of tests that apply NGS data to the diagnosis and characterisation of veterinary infectious disease. In Chapter 1.1.5 of the Manual of Diagnostic Tests and Vaccines for Terrestrial Animals (Terrestrial Manual) – ‘Principles and methods of validation of diagnostic assays for infectious diseases’ – the OIE underlines the importance of determining that diagnostic tests are fit for purpose, so that their results can be interpreted with confidence by decision-makers during disease outbreaks or used to support international trade (15). For example, specific guidelines are available for the development and validation of fundamentally different assays such as antibody, antigen and nucleic acid detection tests (15, 16, 17, 18). However, new and unique diagnostic reagents are continually being developed, along with novel assay platforms and protocols such as NGS methods, and there are ongoing discussions on how to validate these assays properly. To what degree can existing guidelines be used to validate methods based on NGS data? The authors identify current challenges associated with NGS technology and propose solutions for characterising the analytical test properties and monitoring analytical performance. Analytical and clinical validation is considered from a fitness-for-purpose perspective, with a focus on diagnostic relevance. The authors hope that this initial attempt to identify the critical parameters of NGS performance will contribute to discussions on the potential validation of these methods and ultimately lead to the formulation of guidelines by more formal workgroups.

Existing international guidelines and recommendations for the use of next-generation sequencing

Most existing guidelines stem from exhaustive workgroup efforts in the field of diagnosis of human heritable disease. For example, the Nex-StoCT workgroup, a group which is coordinated by the Centers for Disease Control and Prevention (9), has already developed the first FDA-approved NGS platform and diagnostic approach (19). European consortia are also publishing guidelines for the diagnostic use of NGS (20). Although most documents are not specifically tailored to the validation of NGS approaches for detecting or characterising infectious agents, several guidelines and recommendations for validation and quality assurance are generally applicable to any diagnostic use of NGS. Readers interested in establishing high-quality standardised NGS workflows may investigate details in the guidelines comprehensively reviewed by Bennett and Farah (10). Moreover, it is important to consider existing regulatory guidelines on diagnostic methods in general, such as Chapter 1.1.5 of the OIE Terrestrial Manual (15), and guidelines for the development, validation and quality monitoring of fundamentally differing assays, such as those for antibody, antigen and nucleic acid detection (16, 17, 18). The following sections describe some of the critical aspects of NGS applications in veterinary infection diagnostics. For any diagnostic or characterisation method using NGS technology, a critical reflection on the pathways and parameters for assay development, validation and
quality control, in accordance with the *Terrestrial Manual*, is crucial.

**Definition of the intended purpose(s) of a next-generation sequencing application**

Definition of the purpose(s) of the test is the first step of the assay development pathway and all subsequent decisions will depend on it (Fig. 1). Assays based on NGS have been used to study multifactorial diseases, co-infections, and new and emerging diseases caused by viruses (virus discovery) and other pathogens, and for testing for adventitious agents in vaccine seeds. Clinical and diagnostic applications for use in disease diagnosis and surveillance are in development.

The major applications of NGS assays are related to their specific methodologies, e.g. unbiased sequencing for pathogen discovery and targeted sequencing for further characterisation. If the assay is used for detecting previously unidentified microorganisms, such as during an outbreak investigation, then the primary purpose is diagnostic. If the assay is used to further characterise a previously identified pathogen or describe the development of quasispecies, then its general purpose is as an adjunct (characterisation) test.

![Pathways, stages, experiments and parameters for validation of next-generation sequencing methods](image-url)

*Only if used as a primary diagnostic test
NGS: next-generation sequencing
QC: quality control
Se: sensitivity
Sp: specificity

**Fig. 1**

Pathways, stages, experiments and parameters for validation of next-generation sequencing methods

Adapted from Chapter 1.1.5 of the OIE *Manual of Diagnostic Tests and Vaccines for Terrestrial Animals*: *Principles and methods of validation of diagnostic assays for infectious diseases* (15). The focus is on the use of NGS methods as an adjunct test, requiring only analytical validation. If used as a primary diagnostic test, diagnostic validation parameters also need to be assessed; for example, testing samples from infected and non-infected animals for estimates of diagnostic sensitivity and specificity.
Methodologically, an NGS application can rely on the unbiased generation of sequence information or on targeted sequencing:

- **Unbiased sequencing** or random sequencing: nucleic acids are extracted, DNA or complementary DNA is sequenced and the results are bioinformatically deduced. The applications for this type of sequencing include identifying unknown targets in metagenomics studies (characterising the entire nucleic acid content of a sample) and studying multifactorial disease syndromes. For example, a recent study investigated the association of bovine respiratory disease (BRD) with the presence of viral sequences; it identified several known and novel viruses, occurring either alone or in combination, in animals with BRD. It showed significant associations of BRD with bovine adenovirus 3, bovine rhinitis A virus and bovine influenza D virus (21). NGS assays may also be applied to known pathogens; for example, whole-genome sequencing without target amplification enables sequence information to be obtained from unexpected variants or multiple infections. In one study, the random generation of sequence information from multiple paramyxovirus isolates from wild ducks allowed the characterisation of avian paramyxoviruses 4 and 6, either alone or as a dual infection; in contrast, classic haemagglutination inhibition tests failed to detect the dual infection (22). Another study using randomly generated NGS data from pigeon paramyxovirus isolates identified co-infection with pigeon circoviruses (23). As sequence information is generated randomly, competition with other microbial and host nucleic acids is a challenge. In some applications, such as viral discovery metagenomics, a fraction of the sample is enriched (using ultracentrifugation, filtration, nuclease treatments, selective hybridisation, etc.) to increase the analytical sensitivity for a particular group (e.g. viral) of sequences (reviewed in [24, 25]). Another interesting strategy is the use of customised capture panels to enrich the viral sequence content in a metagenomics approach (26, 27).

- **Targeted sequencing** increases the analytical sensitivity and enables sequence information on a known (by primary diagnosis) infectious agent or on a genomic target region of a pathogen, to be directly obtained from the sample. It also allows cost-effective whole-genome sequencing of large numbers of samples. Sequencing is performed on nucleic acid targets that have been selectively enriched using amplification and/or alternative enrichment strategies. For example, high-throughput sequencing of PCR amplicons that target specific genomic regions permitted the direct analysis of adenovirus diversity in water samples (28) and multilocus sequence typing of *Salmonella* strains [28, 29]. In addition, alternative hybrid capture enrichment strategies (reviewed in [30]) have been applied to whole-genome sequencing of cell-associated human herpes virus genomes (30, 31). There is potential to generate deep-sequence coverage to analyse minor variants in pathogen populations (e.g. characterisation of RNA virus quasispecies to investigate emerging variants in a population).

Potential fields of application for NGS data range from extraction of known genetic marker profiles to identification of unknown infectious agents. The added value of the technology in research applications is well documented (13). Regarding the potential diagnostic use of NGS, the first step is a clear definition of the precise scope and purpose of a methodology using NGS.

**Use of next-generation sequencing as a primary diagnostic method**

Primary diagnostic methods are validated tests which provide information (e.g. about the infection or vaccination status of individuals or herds) that leads to actionable decisions (treatment, containment, biosecurity measures, etc.). In population-based veterinary medicine, such methods have many important applications, including research, prescribed surveillance activities, certification of freedom from disease, estimation of prevalence and epidemiological studies. Furthermore, information derived from tests often plays an important role in quantitative risk assessment and modelling of infectious diseases. In human diagnostics (e.g. heritable disease and cancer detection and pathogen typing), direct NGS-based detection of known molecular markers in patient samples is reaching the clinic. Numerous NGS applications in veterinary infectious disease biology are currently in the research phase and have the potential to provide considerable added diagnostic value. Some examples are given below. However, several factors complicate the validation of NGS tests as primary veterinary diagnostics, including:

- the cost and effort associated with analytical and diagnostic validation (OIE validation Chapter 1.1.5)
- the operational cost of the technology
- the workload associated with implementation and validation of a data analysis workflow
- the need for investment in hardware and expertise
- the time to result (currently days, compared with hours for specific molecular diagnostics such as real-time PCR).

As a result, there is potential for the technology to be used outside quality-assured laboratories or as adjunct characterisation tests. One potential application of NGS as a primary diagnostic method is in the detection, identification and characterisation of previously unidentified microorganisms. Although an important first step, the identification and genetic characterisation of candidate infectious agents is not enough to establish causal relationships or to understand how the agents may
be associated with disease. It is therefore necessary to use a synergistic approach that combines molecular diagnostic tools, such as NGS-based metagenomics and follow-up PCR-based assays targeting detected pathogen sequences, with more conventional diagnostic methods, including isolation and characterisation, electron microscopy, (histo)pathology and epidemiological findings. This synergistic approach has been used to characterise a novel orthomyxovirus from farmed ducks (32), novel rhabdoviruses from mosquitoes (33) and a novel phlebovirus from ticks (34). In an investigation of BRD, specific PCR assays targeting the most frequent viral NGS signatures in BRD samples demonstrated an association with BRD in a larger sample panel (21). Additional potential applications of NGS in veterinary primary diagnosis mirror the applications currently being developed for human diagnostics, mainly focusing on direct extraction of predetermined evidence-based molecular marker profiles from clinical samples. Diagnostic validation parameters are difficult to obtain, therefore the first objectives for these applications should be:

- assuring proper analytical validation
- establishing NGS-specific quality metrics to enhance validation and quality monitoring
- establishing a system to monitor quality.

Use of next-generation sequencing as an adjunct diagnostic method

Next-generation sequencing can be used as an adjunct diagnostic method as well as a primary diagnostic method. Chapter 1.1.5 of the Terrestrial Manual introduces the concept of adjunct diagnostic methods and describes them as ‘...secondary tests or procedures that are applied to an analyte that has been detected in a primary assay. The purpose of such analytical tools is to further characterise the analyte detected in the primary assay. Examples of such adjunct tests include virus neutralisation to type an isolated virus, and molecular sequencing’ (15). According to the OIE, such tests need to be validated only for their analytical performance (stage 1: analytical sensitivity/ specificity, repeatability, initial reproducibility) and not to the full diagnostic extent (stage 2: diagnostic sensitivity/ specificity) (Fig. 1). If an NGS-based test is used for further characterisation after initial diagnosis it would fall under this category.

Adjunct tests for the molecular characterisation of veterinary infectious agents may include whole-genome sequencing, targeted resequencing and variant detection. Typically, the pathogen (e.g. avian influenza virus, bluetongue virus) will have been identified in a primary test. The adjunct molecular characterisation approach can target an isolated pathogen, the original clinical material or purified nucleic acids. One specific application is the direct extraction of molecular marker profiles from NGS data to provide information on pathotyping or resistance typing. Future tests may, for example, provide information on subtypes of avian influenza neuraminidase and haemagglutinin (e.g. H5N1) or a specific serotype within the bluetongue virus group. Examples in bacteriology include the determination of antibiotic resistance profiles, pathogenicity or genotype/serotype/serovar profiles (applications reviewed in [12]). In virology, the possibilities include extraction of known molecular markers for host adaptation, antiviral resistance or pathogenicity. An example in human virology is the use of NGS to document subtype co-infections and emergence of resistance mutations against antiviral drugs in circulating influenza A viruses (35). A second application is the determination of complete or partial genome sequences for molecular epidemiology purposes and molecular characterisation. Provided that there is sufficient depth of coverage of the targeted genomic regions, the analysis can include the detection of minor genetic variants in the pathogen population, allowing quasispecies resolution in molecular epidemiological or evolutionary dynamics studies. NGS approaches have allowed quasispecies characterisation of populations of foot and mouth disease virus in different lesions in a single animal (36) and during transmission experiments (37). The increased resolution in genetic characterisation that allows the detection of minor genetic variants in addition to the consensus genome has allowed detailed molecular epidemiological investigations of the emergence of a highly pathogenic avian influenza virus from a low pathogenic precursor (38).

Numerous additional applications of sequencing technologies in veterinary diagnostic science are reviewed in other chapters in the present volume.

Analytical validation of next-generation sequencing applications

Once the developmental pathway is deemed satisfactory and the protocol is established, the assay can proceed to the analytical validation stage (stage 1) (Fig. 1).

Most current NGS applications in veterinary diagnostics can be categorised as adjunct characterisation tests or as exploratory (primary) diagnostics. The analytical performance of a test can be assessed using well-described samples with known concentrations of target and non-target analytes and matrix components. Defining the analytical sensitivity, specificity and repeatability of the tests is the first, critical step in confidently interpreting the results. Analysis of statistically relevant numbers of samples from field-infected and non-infected animals to determine diagnostic sensitivity and specificity (Fig. 1, stage 2) may be problematic because of factors such as sample size and
representativeness, the nature and performance of the test, and the purpose and confidence level required for clinical use (e.g. what are the chances that a sick animal would be detected at a prevalence of 5% at 95% confidence interval) (39). Since diagnostic validation is not required for adjunct characterisation tests for designated purposes, this aspect is not discussed further.

**Analytical sensitivity**

The OIE defines analytical sensitivity as ‘synonymous with “limit of detection”, smallest detectable amount of analyte that can be measured with a defined certainty; analyte may include antibodies, antigens, nucleic acids or live organisms’ (40). In the NGS context, it can be defined as the likelihood that the assay will detect the targeted sequence variations, if present, at a given probability (e.g. 95% confidence), or formally:

\[
Se = \frac{Number\ of\ positive\ results\ from\ samples\ tested}{Number\ of\ positive\ samples} \times 100
\]

The target region may be a complete genome, a target gene, a marker region or a known (set of) variant(s). An exact definition thus depends on the application or purpose. For unbiased sequencing (pathogen discovery), sensitivity is the ability to detect a pathogen genome (including unknown targets) within the complete nucleic acid content (including host and other background) of the sample. For targeted resequencing (characterisation), sensitivity is the ability to generate sufficient sequence depth over the target region to allow predictions about the phenotype. For unbiased sequence data, the analytical sensitivity of NGS approaches is not easy to evaluate and is more critically influenced by matrix properties than in specific molecular diagnostic methods. The ability to eliminate host nucleic acid depends on the amount, its physical state and its association with particular proteins; however, its persistence may lead to false-negative sequencing results. Analytical sensitivity is also critically dependent on the sequence depth and the length of the target (genome or target region). Particularly in unbiased sequencing approaches (e.g. metagenomics), a longer genome (or target region) provides a greater number of potential read targets from a single genome copy, which confers an advantage for the detection of larger genomes. For targeted sequencing, analytical sensitivity should be assessed at a given coverage threshold across the genomic regions targeted for analysis.

**Analytical specificity**

The OIE defines analytical specificity as the ‘degree to which the assay distinguishes between the target analyte and other components in the sample matrix; the higher the analytical specificity, the lower the level of false-positives’ (40). Specificity can be further described in terms of selectivity, interference and carry-over. Selectivity refers to the extent to which a method can accurately quantify the targeted analyte in the presence of:

- interference from matrix components (e.g. enzyme inhibitors)
- degradants (e.g. nucleases)
- non-specific binding of reagents.

Interference may cause falsely reduced or elevated responses in the assay that negatively affect its analytical specificity. Careful design of the assay, such as targeted primer design to avoid non-specific amplification and the use of suitable control samples, assists in the monitoring of selectivity issues. In the NGS context, analytical specificity can be defined as the probability that an assay will not detect sequence variations when none are present at a given probability (95% confidence), or formally:

\[
Sp = \frac{Number\ of\ negative\ results\ from\ samples\ tested}{Number\ of\ negative\ samples} \times 100
\]

A better term for analytical specificity in NGS assays is the false-positive rate; this is affected by the sequence coverage, type of sequence variation and sequence context. Specificity should be assessed for the full workflow at a given coverage threshold across the genomic regions targeted for analysis.

**Repeatability**

Repeatability is the degree of agreement in the results for sample replicates both within and between runs for the same test method in a given laboratory. In some guidelines it is also referred to as ‘precision’. The availability of reference materials to determine these parameters may be limited in the case of NGS. Because of the larger size of genomic regions analysed and the associated costs, only a limited number of samples can be sequenced and compared. Related parameters such as measurements of the distribution of coverage across the targeted region are useful for more detailed documentation of repeatability and reproducibility. Mean values and 95% confidence intervals are frequently used parameters of precision. Reproducibility is defined as the ability of a test method to provide consistent results when applied to aliquots of the same sample tested by the same method in different laboratories.

**Accuracy**

Accuracy, or the degree of agreement between the nucleic acid sequences derived from the assay and a reference sequence, depends on sequence coverage. The OIE defines accuracy as the nearness of a test value to a reference standard reagent of known activity or titre (40). The quality score is the standard method of reporting the quality of a base call. It should be noted that quality scores are generated
by platform-specific algorithms and are thus not directly comparable between platforms.

**Comparison with standard methods or alternative tests**

During validation, the results obtained with an NGS-based assay should be compared with those obtained using alternative methods, including genetic tests (e.g. Sanger sequencing, restriction fragment length polymorphism typing, genotyping PCR, etc.) and phenotyping methods. Results of one or more different tests obtained from a panel of samples from infected and non-infected animals can be expressed as the relative diagnostic sensitivity and specificity of the candidate tests.

**Quality metrics**

Because of the larger amount of DNA analysed (larger part of the genome, larger sequencing depth in a sample) and the associated costs, only a limited number of samples can be sequenced and compared for the formal determination of analytical test properties. Fortunately, the large amount of sequence data allows the use of NGS-specific parameters for the detailed documentation of repeatability and reproducibility. These NGS quality metrics (9) evaluate whether sufficient and reproducible sequence coverage and quality has been obtained for the target regions, and are directly related to analytical sensitivity and specificity. As the scope of NGS applications differs widely, it is difficult to establish generic guidelines for acceptable values of quality metrics. Suitable control measures might include running positive, negative and no-template controls in replicates of the test, and using a quality scoring system (39). The user should determine the normal and acceptable ranges of these metrics during assay validation and then monitor the observed values during sample analysis. Procedures should be in place to outline the actions required when a control limit is exceeded. For example, what are the likely consequences in terms of false-positive or false-negative results, or retesting of inconclusive samples? Quality metrics available for evaluating the analytical performance of NGS tests include:

- **Depth of coverage.** This refers to the number of sequence reads providing information about a given nucleotide. The characteristic depth of coverage of the target region(s) should be determined during validation. Sufficient coverage (minimum cut-off) that ensures adequate sensitivity and specificity should be defined. When ongoing quality monitoring shows that the depth of coverage at a given nucleotide is below the validated minimum coverage, confirmation should be provided using alternative methods (e.g. Sanger sequencing) or additional sequencing.

- **Uniformity of coverage.** This describes how the depth of coverage is distributed over the target region(s) of the test. Acceptable values should be described during validation. Deviations in uniformity of coverage from the validated range potentially indicate errors in the testing process.

- **GC bias.** The GC content (relative abundance of G and C nucleotides) of a target region affects the efficiency of sequencing reactions and will affect the uniformity of coverage. Where possible, the degree of GC bias in the target region(s) should be determined during validation and monitored to evaluate test performance.

- **Base-call quality scores.** These scores are platform dependent; they reflect the signal-to-noise ratio and thus the probability that the base call was correct. An acceptable threshold of raw base-call quality should be established during validation and incorporated in bioinformatics filters to eliminate poor quality data during analysis. Scores of base-call quality should be monitored to assess the quality of produced sequencing data.

- **Decline in signal intensity or read length.** Depending on the exact application, NGS platform and chemistry, the resulting sequence reads have a typical distribution of read length and signal intensity. The expected signal intensity across reads (or read length distribution) should be established during validation and monitored for each run. Deviations in the distribution of read lengths may indicate problematical datasets.

- **Mapping quality.** This measures the probability of a read being correctly mapped to a genomic position within the target region. Acceptable values (e.g. proportion of reads mapping to the target) should be established during validation of bioinformatics workflows and the proportion of reads not mapping to the target should be monitored during each run.

- **Internal controls.** Most platforms offer the possibility of spiking an internal control at very low frequency during the sequencing run. The quality metrics of those reads should be compared with reported quality metrics (e.g. the Illumina PhiX control: http://res.illumina.com/documents/products/technotes/technote_phiphixcontrolv3.pdf).

**Quality assurance of next-generation sequencing applications**

Following proper analytical validation of an NGS-based method, its performance needs to be monitored over time. To evaluate the analytical performance of successive sequencing runs, the first step is to compare the NGS quality metrics with acceptable ranges established during assay validation. Assay performance monitoring and validation requires that NGS
quality metrics should be obtained for all runs and controls and reference materials should be used. Every sequencing test (‘run’) should aim to include positive and negative controls appropriate to the intended purpose of the assay. Ideally, these controls monitor the entire assay, including sample preparation, NGS and the data analysis pipeline (Fig. 1, stage 3). Appropriate controls and NGS quality metrics must be used to verify each aspect of the procedure, including nucleic acid quality control, library preparation, monitoring cross-contamination (including for multiplexing), and determining the sensitivity, repeatability and, if the technology is transferred to another laboratory, reproducibility. Reference ranges for NGS quality metrics need to be established and used as indicators for accepting or rejecting a test run and procedures need to be in place for follow-up. However, the nature and current cost of the technology may limit the use of physical control samples. In such cases, NGS quality metrics to account for naturally occurring endogenous sequences within a sample (e.g. the presence of bacteriophage sequences to validate a viral metagenomics approach) or exogenous control sequences (such as platform-specific spiking, e.g. PhiX for the Illumina platform) may be useful. Consideration must be given to the steps in the process that are verified by a given control strategy, the choice being driven by the purpose of the NGS test.

Depending on the part of the workflow that needs to be validated, differing types of reference material may be suitable:

- **Biological sample.** Most similar to a diagnostic sample; can be selected to have known variant(s). Sometimes only a limited amount is available and this type of control is not necessarily renewable. For example, Li and colleagues (41) used a biological reagent consisting of 25 different human RNA and DNA viral pathogens to assess the efficiency of various viral metagenomics protocols. Collaborative efforts between laboratories may be useful to exchange and supply sample material.

- **Nucleic acid from a sample.** Unlike the biological sample, this does not take sample preparation (extraction, enrichment) into account.

- **Nucleic acid from an isolate or culture.** This is renewable and in large supply but may include variants resulting from passaging/replication of the pathogen.

- **Synthetic nucleic acid.** A broad range of sequences can be synthesised, and genetic variations can be spiked in. It is possible to make sequence templates with complex regions, including deletions and duplications, and large amounts can be manufactured easily. Disadvantages are that these synthetic controls may not recapitulate biological sample composition, may not cover the whole genome and may include variants resulting from errors in synthesis.

- **Electronic reference data files.** These can be engineered with any characteristics; they provide a good means of assessing software performance but do not take into account sample preparation and sequencing steps. Raw data files must mimic output data from technologies that evolve continuously as platforms and reagents are updated, and a dataset is needed for each platform (inter-platform comparison is difficult).

Apart from monitoring the quality metrics of ongoing analyses and reference material in comparison with those assessed during validation, several critical parameters affecting test performance need to be acknowledged and where possible monitored.

- Selection of the most appropriate type of sample (e.g. swab, tissue, blood, isolate) is key to the success of the NGS approach. The scope of the application, i.e. the animal species and sample matrices that can be interrogated using the method, must be defined.

- **Sample handling.** i.e. sample collection, handling and storage, must ensure sample integrity (42). Contamination prevention measures should be in place, taking the extreme sensitivity of the technology into account.

- Because of the costs associated with and complexity of NGS runs, it is imperative to include quality assessment of intermediate steps. The quantity and quality of the extracted nucleic acids should be assessed and compared with an acceptable range before proceeding to library preparation. Precise quantification and characterisation of the prepared sequencing library is required before proceeding to sequencing. General metrics of the raw output data should be evaluated before accepting the dataset and proceeding to full data analysis.

- Laboratories may choose to establish in-house NGS facilities or use (commercial) sequencing services, or otherwise ensure access to NGS. In all cases, platform validation is necessary to ensure the system is capable of providing reliable sequence analysis across the genomic regions targeted by the test. NGS quality metrics provide suitable parameters for the validation and monitoring of platform performance. Most platforms permit controls to be spiked into reagents; QC metrics of controls can then be used to monitor the performance of both platforms and reagents. Additional technology-specific performance metrics can be used to monitor platform performance (e.g. Illumina cluster density) and to identify aberrant sequencing runs.

- Typical NGS methods are complex. To ensure repeatability and interlaboratory reproducibility, it is therefore important to optimise the laboratory and bioinformatics components of each assay and to describe these in validated
standard operating procedures. All procedures, including sample processing (nucleic acid extraction, library preparation, barcoding, target enrichment), sequencing, bioinformatics and reporting, should be documented in standard operating procedures before validation can begin (Fig. 1, Assay development pathway).

– The eventual purpose of the NGS application will determine the nature of the data (complexity, full genome, depth required). The bioinformatics workflow comprises the processes designed to yield useful information from the raw data. Validation of data output from software pipelines comprises the processes designed to yield useful information from the raw data. Validation of data output from software pipelines can be achieved using datasets of reference sequences or control samples.

– Given the size and complexity of datasets associated with NGS applications (‘big data’), laboratories need to ensure that proper expertise in data handling and data management is available. Information technology infrastructure and expertise should ensure safe data storage and management.

– The use of NGS currently requires a high level of technical expertise, including specialist knowledge of wet laboratory techniques, bioinformatics and information technology. Laboratories envisaging the use of NGS-based methods should therefore ensure that their staff are appropriately trained and certified.

Guidelines for NGS-based diagnostic genetic testing stress the importance of assessing interlaboratory reproducibility (Fig. 1, stage 4) to ensure the independent assessment of test performance. Proficiency testing or interlaboratory comparisons should focus on the analysis of sequence variations across the genomic regions targeted by the assay. The composition of the panel (species, number and nature of samples, replicates, etc.) defines the scope of the proficiency testing exercise (analytical sensitivity/specificity, repeatability, etc.). Procedures for ensuring homogeneity and stability of samples and analysis of results (z-score, Youden plot, etc.) need to be in place. OIE validation guideline 3.6.6 – Selection and use of reference samples and panels’ describes a range of purposes and panels for proficiency testing (43). Testing programmes take into account assay differences in the recipient laboratory to allow proper comparison of interlaboratory performance and strive for harmonisation. Electronic sequence files may permit comparison of bioinformatics pipelines across laboratories but differences in sequencing platforms should be considered. At present, no proficiency testing is available for the evaluation of NGS applications in testing for veterinary infectious diseases. Although the considerable cost associated with organising and participating in an NGS-based proficiency testing exercise may currently still be prohibitive for laboratories, the organisation of such exercises in the future will be a huge step forward in method standardisation.

Challenges, and random and systematic error

The advantages of NGS are numerous, but several processes in the NGS workflow from sample to data interpretation are potentially vulnerable to error and/or introduction of bias (Fig. 2) (reviewed in [13]). Challenges and errors can be associated with sampling, sample processing, pre-amplification (targeted sequencing), library preparation, sequencing chemistry and data analysis.

Sampling

Systematic error can occur when the amount of genetic material for a particular pathogen or genetic variant in a sample from an individual or epidemiological unit is very small, as it may not be detected. This may compromise analytical sensitivity where the current cost of the method only allows a small sample size in the epidemiological unit or where unbiased sequencing results in competition with host and contaminating nucleic acids.

Assay chemistry and enzymatic reactions

Random and systematic errors can occur during pre-amplification, library preparation or sequencing and may have an impact on analytical sensitivity (i.e. decrease the chance of detecting a genetic marker present in the sample, with risk of false-negative results) or specificity (i.e. generate variation that is not present in the sample, thus increasing the chances of false-positive results). Pre-amplification for targeted sequencing may introduce point mutations and insertion/deletion errors that arise, for example, during RT and PCR amplification of the target region (depending on the error rates of the enzymes used). Amplification bias can affect the detected relative frequency of sequence variants present in the sample. Additional errors are associated with the sequencing chemistry and library construction, as well as with the clonal amplification of DNA to obtain clonal template sequences for second-generation sequencing. For example, the loss of synchronicity (dephasing) in a percentage of the clonally amplified DNA template (44) results in increased noise and sequencing errors (45). Every NGS platform available has its own distinct characteristics in terms of read and error profiles: the Illumina platform is often regarded as having the lowest error rate but other platforms can produce longer reads (4, 46).

Carry-over

As with any diagnostic method, laboratory or reagent contamination is likely to cause false-positive results. This
is particularly relevant in metagenomics strategies, where it is often difficult to exclude the possibility of laboratory or reagent contamination (47, 48). It is therefore important to adopt proper quality control measures that include the use of control samples. Sequencing laboratories sporadically report carry-over contamination between successive sequencing experiments (49), or crosstalk between sequencing libraries in the case of multiplexed runs (50).

Data analysis pipeline

Certain biases and errors can be introduced during the analysis of NGS datasets, because of the limitations of the algorithms or reference data(bases) used (51, 52). For example, genomic repeat regions present well-known problems for sequence assembly algorithms (53). The bioinformatics pipeline is key to managing some of the errors and biases introduced into the overall workflow: this includes sequence filtering (removing low-quality sequence information) and alignment, followed by variant calling and error correction. Discriminating true biological variants from those resulting from experimental noise is an important issue when trying to identify low-frequency variants in a population, for example, when studying viral quasispecies or in metagenomic analyses. The large size of the datasets requires significant computational and data-storage capacity, as well as expertise in information technology and bioinformatics. An interesting approach is the development of bioinformatics pipelines that are deployable on both standalone servers and publicly available cloud-based platforms (54). To evaluate the potential of NGS for a wider group of scientists and diagnosticians, there is a real need to develop flexible and practical bioinformatics workflows that can provide user-friendly tools for the analysis of massive datasets that become publicly available. Database exhaustiveness can be a determinant of the analytical sensitivity of a data analysis workflow. For example, a laboratory workflow may generate the appropriate raw sequence information (e.g. coverage of target region, sequence reads of an unknown pathogen) but the analysis

![Fig. 2](image)

**Fig. 2**

**Essential steps in the workflow of an NGS-based assay from sample to result**

The figure indicates areas of potential error and bias introduction

*Source: Van Borm et al. (see 13). © Springer Science+Business Media, New York, 2015*
workflow, including comparison with a custom or public database, may fail to identify this sequence information if the corresponding reference information is missing from the databank. Given the exponential growth of databases, partly fuelled by the NGS revolution, this limitation will decrease over time. Database requirements are not the same for pathogen discovery and diagnostic applications. In the latter case, it may be more relevant to screen a genetic dataset against a curated database of pathogens or molecular marker profiles with documented relevance for diagnostic purposes.

Software advancements combined with platform and chemistry developments are expected to further reduce operational costs, error rates and the input DNA requirement, which will allow more careful sampling strategies to be adopted and reduce experimentally introduced error and bias in the future. These can be minimised using a proper sampling strategy, documenting wet laboratory and bioinformatics workflow to minimise error introduction, documenting assay uncertainties (from the wet laboratory and bioinformatics workflows), establishing criteria for data interpretation, and performing follow-up/QC of the critical parameters of assay performance.

Depending on the precise application of NGS data (scope), these systematic or random errors may or may not have an impact on the analytical properties of the test.

Conclusions and prospects

While recent (r)evolutions in sequencing technologies promise to dramatically change veterinary infection biology research, a critical reflection on the potential diagnostic applications of NGS technologies is necessary. Recent advancements in human diagnostics indicate that the technology is ready to be transferred from research to diagnostic laboratories and have resulted in the production of several guidelines on the validation of NGS-based diagnostics. The technology certainly has revolutionising strengths but, as discussed in the present article, there are still some weaknesses to overcome. The authors have documented potential sources of error and bias introduction and provided some preliminary guidelines for the analytical validation and quality monitoring of NGS-based methods used in the diagnosis of veterinary infectious diseases; however, these guidelines are based on personal experience and interpretation of the available literature and current guidelines about NGS and its validation. A more formal approach towards standardised and generally accepted guidelines for method validation is needed. It should be stressed that the possible diagnostic applications of NGS methodology are very diverse; therefore, users should very carefully define the scope of the NGS method under development or validation, and define values for validation parameters that are suitable for that particular method. The authors hope that this present manuscript will stimulate further discussion between expert NGS users, experts in virology, bacteriology and parasitology, and experts in the validation of diagnostic methods, with the aim of producing formally accepted guidelines for the diagnostic application of NGS technologies in veterinary infection biology.

Acknowledgements

This work was supported by Epi-SEQ, a research project supported under the 2nd joint call for transnational research projects by EMIDA ERA-NET (FP7 project no. 219235).

Vers la validation et l’assurance qualité des flux de données de séquençage de nouvelle génération utilisés en biologie des maladies animales infectieuses

S. Van Borm, J. Wang, F. Granberg & A. Colling

Récumé

Les avancées récentes enregistrées en matière de séquençage de l’ADN et d’analyse des données de séquences ont révolutionné la recherche dans de nombreux domaines de la biologie et de la médecine, notamment la biologie des maladies animales infectieuses. Ces nouvelles technologies vont permettre de combler le fossé qui séparait la recherche fondamentale du laboratoire de diagnostic. Après avoir défini l’intérêt diagnostique des applications du séquençage de nouvelle génération (SNG) ainsi que leurs finalités dans le domaine de la biologie des maladies animales infectieuses, les auteurs examinent
Hacia la validación y la garantía de calidad de los procedimientos de trabajo de la secuenciación de próxima generación en biología de las infecciones veterinarias

S. Van Borm, J. Wang, F. Granberg & A. Colling

Resumen
Los recientes avances en los métodos de secuenciación del ADN y el análisis de los datos de secuencias han revolucionado la investigación en muchos ámbitos de la biología y la medicina, entre ellos la biología de las infecciones veterinarias. Las nuevas técnicas encierran la promesa de reducir la distancia entre el mundo de la investigación y los laboratorios de diagnóstico. Tras explicar el interés que pueden revestir las aplicaciones de la secuenciación de próxima generación y su posible uso con fines de diagnóstico de infecciones veterinarias, los autores examinan su compatibilidad con los principios y métodos de validación que tiene definidos la Organización Mundial de Sanidad Animal. Asimismo, proponen parámetros básicos para su validación y control de calidad (medición de la calidad), haciendo referencia a las pautas ya establecidas de validación y garantía de calidad de métodos de diagnóstico de enfermedades humanas hereditarias que reposan en técnicas de secuenciación de próxima generación. Aunque la mayoría de las aplicaciones de estas técnicas actualmente descritas en biología de las infecciones veterinarias no constituyen pruebas primarias de diagnóstico, esto es, cuyos resultados puedan inducir directamente medidas de control, esta crucial reflexión sobre las ventajas que entraña la secuenciación de próxima generación y los problemas que aún plantea debería alentar un debate sobre su interés para laboratorios de diagnóstico y sobre la posibilidad de validar métodos basados en estas técnicas y de hacer un seguimiento de la eficacia diagnóstica que ofrezcan.

Palabras clave
Diagnóstico molecular – Garantía de calidad – Secuenciación de próxima generación – Validación.


